Background: Malaria microscopy remains the reference standard for malaria diagnosis in clinical trials (drug and vaccine), new diagnostic evaluation, as well as in clinical care in much of the world today. It is known that microscopy is an imperfect gold standard, and that very low false positive rates can dramatically lower protective efficacy estimates in malaria prevention trials. Although new methods are now available, including malaria rapid diagnostic tests and PCR, neither is as yet validated in the clinical trial setting and both have limitations. Surprisingly, the sensitivity of thin smears is not well established and thin smears are not commonly used in the developing world.
Background
Light microscopy is the reference or "gold" standard for malaria diagnosis in clinical trials (drug and vaccine), new diagnostic evaluation, epidemiology studies, as well as in clinical management for much of the world today. It is known that microscopy is an imperfect gold standard [1] [2] [3] . The accuracy of microscopy relates to innate ability, training, experience, motivation, and laboratory resource.
Although new methods are now available, including malaria rapid diagnostic tests (RDTs) and PCR [1, 3, 4] , neither are yet validated in the clinical trial setting. RDTs are coming into widespread clinical use in some parts of the world, and may become key to malaria management and control in many settings. However, currently available devices have limitations, such as batch-to-batch quality variation, species and density determination, persistent positivity, accuracy, and cost [4] . Also of concern with RDTs are reported false negative results in the presence of high parasitaemias [4] . The more affordable and robust HRPII-based RDTs only detect Plasmodium falciparum. Because of a variety of limitations of new methods, microscopy will continue to have a significant role in the clinical trial setting for several years to come, and as the reference standard to which new diagnostics devices are compared.
Serious problems resulting from false positive malaria smears in two Phase III clinical trials on two separate continents have been observed (unpublished observations). In recent publications [5] [6] [7] [8] , false positive smears appear to be a common problem with the reading of malaria thick films. Combinations of diagnostic methods are being actively pursued to minimize or eliminate this problem. Confirmation of positive smears with the thin film could be one strategy, especially if rapid confirmation of results is needed before study subject treatment.
The use of the malaria thin film varies widely in different settings. It is usually taught that the malaria thin film should be used for accurate species identification after malaria is identified on the thick film and for counting high density parasitaemia. However, in the developing world, thin films are rarely examined, and frequently not even made. Reasons cited by microscopists for not using the thin film include low sensitivity at low parasite densities, and that the time required is too demanding. On the other hand, laboratory technicians in the Western world rarely use the thick film, relying solely on the thin film for a definitive diagnosis. The rationale in this setting is that the thin film is felt to be easier to make and interpret.
In review of the literature, surprisingly, the sensitivity of the thin film relative to the thick film is not clearly defined. A standard reference states it is 30 fold less sensitive than the thick film [9] , while a reference from 1917 reports ~1-4 fold less sensitive [10] .
Classic work from Dowling and Shute reported that the thin film read for 10 minutes was similar to the thick smear read for 3 minutes [11] . Sensitivity of the thin film by parasite density was not reported in any of these references.
Dowling and Shute also reported that the thin film is much more efficient for identification of Plasmodium ovale [11] . They also deduced that 60-90% of parasites were lost during preparation of the thick smear.
This manuscript details a pilot experiment to begin to address the potential use of the thin smear in the clinical trial setting by assessing malaria smears with low parasitaemia using several readers to interpret both the thick film and thin films from the same smears. A second objective was to determine possible usefulness in the clinical or malaria control setting when RDTs are unavailable or suboptimal. The specificity of the thin film was not evaluated in this experiment and needs to be defined relative to and in combination with the thick smear.
Methods

Malaria smears
Malaria thick and thin films were collected as part of a screening effort to identify adult asymptomatic malaria carriers in Kombewa District, Kenya. The data reported for the thick films were collected during assessment of counting methods using white blood cells (WBC) versus a grid method [12] .
Malaria smears were prepared from EDTA-preserved venipuncture blood within four hours of sample collection. Two microliters of blood were smeared to produce a thin film and 12 microliters of blood were spread in a circle with a 15 mm diameter on the same slide. Smears were air dried for 10-20 minutes and then the thin film fixed by dipping it only briefly into absolute methanol. The slides were individually stained with 3% Giemsa for one hour, then rinsed, and air dried.
Thirty-six slides were selected from a sample of 144 used in the counting study [12] . This sample was from a subgroup that were collected from asymptomatic semiimmune adults and therefore expected to be low. A WBC count was determined using a Coulter Counter for 29 of the 36 smears and was used to calculate parasitaemia using the WBC method. The seven smears without WBC counts had the mean WBC count of 5,200/µl substituted. Each malaria smear had its density estimated by two to four independent microscopists using a WBC or grid method. All density comparisons in this manuscript were based on a mean of the two independent 500 WBC estimates (parasites/500 WBC × WBCs/µl).
While counting parasites, each reader also reported species identified. Species from each of the four readings were compared to those from the thin film readings. Species identification was not a focus of the WBC versus grid experiment. Microscopists were instructed not to turn to the thin film for species identification.
Microscopists
For the counting experiment, eight microscopists were trained during a "long" microscopy training workshop immediately prior to the study [7, 12] . Slides were randomly assigned to each of the microscopists who were asked to read them using either the WBC method or the grid method. Not all microscopists participated equally, some performed as many as 25 readings, others as few as two. The same two readers did not perform counts using either method, but three did read both using the WBC and Grid methods. The readers consisted of three experts, and three qualified microscopists. Fifty-five percent of the four readings were performed by experts.
For the thin smear experiment, five microscopists who were available were selected. One expert reading thin smears (Expert 2) also read thick smears in the counting experiment above; the others were different individuals. In this experiment, each microscopist read every thin smear in a blinded fashion. Of the five readers, two were experts and three were qualified microscopists. Of the three qualified microscopists reading thin smears, one was newly trained and the other two had some difficulty on slide reading examinations.
Counting methods
For the WBC method, parasites and WBCs were counted simultaneously on the thick film using a 100× oil-immersion objective, with the number of parasites recorded when 200 and 500 WBCs had been counted. One hundred high-powered fields were examined before a slide was declared negative. Participants were instructed to start reading the film in an area with at least eight WBCs. Counting was initiated when the first parasite was observed.
For the grid method, a 10 × 10 mm square grid divided into 100 smaller squares etched onto a glass circle was fit into the eyepiece of a microscope (Klarmann Rulings, Inc., Litchfield, NH). Parasites in the grid area in 100 highpowered fields were counted, with counting initiated in the first field. Parasite density was calculated based on volume per field. Based on the mean WBC count in the study population, 100 grids were approximately equivalent to 430 WBCs.
Thin smear reading methods
By study specific procedure, microscopists were instructed to read the entire thin film. A form was provided to record the slide identification information and the following for each of the first 10 parasites identified: species, time to parasite, field number, and % typical. Percent typical was 100% if all characteristics were typical of a parasite, with progressively lower percentages if not all characteristics were correct. The final diagnosis, number of parasites seen, total fields, and time to read the smear were also recorded.
Data analysis
Data were entered into, verified in, and calculations performed with Microsoft Office Excel 2003. Further statistical analyses were performed in and tables constructed with SPSS 14.0 for Windows. Means were compared with independent sample t-tests.
Results
Thirty-six malaria thin films were blindly and independently read by five microscopists in order to better understand the utility of the thin smear in low density infections. These results were compared to density estimates from two independent readings on the thick film (differently designed initial experiment). Species reported from four independent readings by six microscopists reading thick films were also compared (thick smear readings for species include two more readings including the two grid readings). Median parasitaemia was 201 parasites/µl, mean 1,090 ± 2195, range 6-11,124 for the 36 smears evaluated.
Sensitivity
Sensitivity of the thin film by parasite density is reported in Table 1 , with breakdown by level of expertise in Table  2 . The data reveals a density dependent increase in sensitivity, with 100% sensitivity achieved at > 200 parasites/µl for experts and > 500 parasites/µl for qualified readers. In the low density range studied, thin film readings confirmed parasitaemia 74% of the time by experts, and 65% of the time for qualified microscopists. 50-78% of the slides were positive by individual readers, and 92% of the slides were positive if any one of the five readers called it positive (Table 3) . True negative smears were not included in the assessment; therefore, estimates of the specificity of the thin smear could not be made.
The time for identification of the first and second parasites and field in which the parasite was observed is density dependent ( Table 1 and Table 2 ). Expert microscopists identified the first parasite on average in 4.5 minutes, while the qualified took 7.2 minutes (p = 0.002). Expert microscopists also identified the first parasite as being more typical (p = 0.001). At > 300 parasites/µl, expert microscopists identified the first parasite in 1.1-2.7 minutes, with the 95th percentile at 3-5 minutes. The qualified microscopists required more time with a mean time to first parasite taking 3-6.1 minutes, 95th percentile 6-20 minutes in the same density range. Lower density ranges took more time for both groups. The red blood cells/field, total time to read, total fields, and total parasites seen under these conditions are also reported in Table 1 and Table 2 .
Species identification
Results by species and reading of the thick and thin film are presented in Table 3 and Table 4 . Thin smear results by individual reader are presented in Table 3 and thick smear by group reading are presented in Table 4 . On both thick and thin films, considerable variability in reporting appears to be present, and mixed infections appear to be common. Table 5 compares expert Reader 1 to the four thick film readings, more clearly illustrating the variability in reporting present.
Most of the discordant thick smear results were due to differing reports of mixed infections (Tables 3, 4 , and 5).
From the four independent readings on thick films, 36% were discordant (at least one of the four readings did not agree). The discordance resulted from the following: 25% mixed versus not, 6% mixed versus not and pure species disagreement, 3% pure species disagreement, and 3% positive versus not. The WBC (reading 1 and 2) and grid (reading 3 and 4) methods showed similar findings.
Most of the discordant thin smear results were due to differing reports of the presence of parasites (Tables 3 and 5) . From the five independent readings on thin films of the same slides, 53% were discordant (at least one of the five readings did not agree). The discordance resulted from the following: 3% mixed versus not, 3% mixed versus not and pure species disagreement, 3% positive versus not and pure species disagreement, 3% positive versus not, mixed versus not, and pure species disagreement, and 42% positive versus not. Of the two experts reading thin films, 33%
were discordant. The discordance resulted from the following: 6% mixed versus not, 3% mixed versus not and pure species disagreement, 3% positive versus not and pure species disagreement, and 22% positive versus not.
For the densities of infections examined in this experiment and using Expert 1 for the thin smear readings as the gold standard, the thin smear added P. ovale to the diagnosis in one case (Table 5) . It confirmed the presence of mixed infection in three of four cases where mixed infection was identified by at least two of the other readers. It confirmed the presence of Plasmodium malariae in four of the six cases where this species was identified by at least two of the readers.
Discussion
In this study, the potential utility of the thin film was explored. The intent was to determine at what parasite density it is appropriate to confirm parasites and species in the thin film when the thick film is read as positive. False positive thick smears are a problem [5] [6] [7] [8] and very low rates of false positive malaria smears can dramatically impact efficacy estimates in malaria prevention trials [13] . Rapid verification of results is needed before study subjects are treated and removed from trials, and methods must be acceptable to regulatory authorities. Use of the thin smear to verify thick smear results is a possible tool, as are RDTs or a repeat thick film. PCR is not practical in most settings when treatment decisions must be made within hours, but can potentially be used later to help confirm malaria, malaria species, and if a new infection is a treatment failure or not.
If the results of this report are confirmed, the thin smear can be expected to be positive 100% of the time if parasitaemia are > 500 parasites/µl as a single reading by any qualified microscopist, and at > 200 parasites/µl with experts. The time required for experts to identify a 100% typical parasite on the thin film in this experiment was substantially less than that for less experienced microscopists. Parasite densities are often low in malaria pre- *standard deviation **95th percentile vention trial failures and in treatment trial failures, limiting the ability to detect parasites with a single reading of the thin film. Historical parasite density data was available from confirmed parasitaemia from two malaria prevention trials using weekly routine screening and microscopy at the time malaria symptoms developed. In the first population of non-immune study subjects [14] , 95%, 86%, and 71% of P. falciparum infections were above 100, 200, and 300 parasites/µl, respectively, compared to 83%, 54%, and 30% of Plasmodium vivax infections. In a semi-immune adult population in Kenya, 60%, 54%, and 30% of P. falciparum parasitaemia were above 100, 200, and 300 parasites/µl, respectively (unpublished data). In malaria prevention trials, thousands of slides are often collected with only a very small percentage being positive. A procedure should be implemented that microscopists report the result of the thick and thin smear always in this setting. Based on probability of being positive at a given density, quality assurance personnel and the Principal Investigator could use the thin smear as in internal control for monitoring results and interpreting the data. They could also help with study subject management decisions.
One would think that false positive malaria smears are only reported as extremely low densities. However, for 81 false positive smears read from true negative smears in a counting examination, the mean (median) count was 591 (300) parasites/µl, with 66% > 200 and 32% > 500 parasites/µl (unpublished observations). The 24 microscopists from Kenyan research organizations had among the lowest reported densities for false positives. Their 37 false positive readings had 62% > 200 and 22% > 500 parasites/µl.
Specificity of the thin film was not assessed in this experiment, nor has it been reported in the literature. It is anticipated that it will be substantially higher than with thick films, as parasite morphology is clearer and parasites are identified within red blood cells on the thin film. Specificity must be confirmed by appropriately designed research studies assessing microscopists of varying levels of expertise if this tool is to be used to support clinical trials. 
If these pilot data are confirmed and specificity of the thin film is reported to be very high, it is recommend the thin smear result be routinely recorded to verify malaria smears are truly positive for slides that will represent critical clinical trial endpoints (prophylaxis and treatment failure). These should be read by expert microscopists. Depending on human resource available, time could be limited to 10 minutes per thin film for experts to identify at least one parasite. Principal investigators will be able to use parasite density as a guide as to whether the results should be expected to be positive. Alternatively, strategies to have more than one reader, more than one thin film, or repeat sampling could be used for confirmation. Results from both the thick and thin film should always be permanently documented with high quality photographic images.
An additional potential use of the thin film would be to train microscopists to turn to the thin film routinely at densities when it is expected to be positive. Based on these data, this would be at 5 or 8 parasites/200 WBCs (~200 or 500 parasites/µl) to confirm a positive. It would make sense to do this in any setting when the microscopist is unsure of the result (e.g. < 100% typical appearance).
Alternative diagnostic procedures should be considered, but need to have sensitivity and specificity estimates for the intended use verified, and ideally should be approved by the appropriate regulatory authority. The exact strategy should always be acceptable to the appropriate regulatory authorities for new malaria compounds or vaccines under development, and results from each reading or methods should be captured and reported.
PCR was not performed on the samples studied in this experiment. PCR may have helped clarify the actual species present. However, PCR results also vary by method used, and from laboratory to laboratory (unpublished observations). Future experiments should include the use of PCR using different methods and different laboratories. PCR should be validated so that it can be used as a primary endpoint in clinical trials.
RDTs were also not included in this experiment. Sensitivity and specificity estimates vary widely in the literature for the same RDT [4] . HRPII-based RDTs may be problematic in treatment trials because of persistence of positivity, may not be substantially more sensitive than a thin film, are not quantitative, and only identify P. falciparum. The specificity of these devices also needs to be considered, as well as regulatory approval and batch-to-batch variability. RDTs are found to be very useful for screening in order to rapidly help identify study subjects that may qualify for a given study, but have not yet assessed their potential for determination of primary endpoints in clinical trials.
Cross contamination causing false positive malaria smears clearly occurs with batch staining [15] [16] [17] . If single staining cannot be used, the thin smear will separate contamination from true positive smears. Parasites will be visualized in the red blood if a smear is truly positive.
In terms of species identification, the only clear advantage of the thin smear over the thick film appears to be identification of P. ovale in experienced hands [11] . P. ovale does not always have the "red zone" on the thick film, and if not, it is commonly confused with P. malariae. There appeared to be one of 36 cases in this experiment where P. ovale was added to the diagnosis. Mixed infections were commonly not confirmed, probably due to low density of the additional species. PCR in future studies may help confirm if this is indeed true.
Initial evaluation has revealed that some laboratory technicians are not achieving adequate sensitivity and specificity using thick malaria smears following two weeks of training [7] . In the Western world, only thin smears are routinely used reportedly because they are easier to prepare correctly and interpret. Whether the use of the thin smear in health care settings in the developing world would be beneficial should be critically studied. They may have acceptable ease of use, sufficient accuracy, and be more cost effective than RDTs in some settings. A key advantage of thin films over RDTs is the ability to estimate parasite density and define specific species.
Conclusion
The data revealed a density dependent increase in sensitivity, with 100% sensitivity achieved at > 200 parasites/µl for experts and > 500 parasites/µl for qualified readers. Substantial discordance for species identification was observed. The thin film is may be additional tool to confirm a malaria diagnosis. Specificity of the thin film and its utility for confirming thick film results should be assessed further. 
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